
LJIPLOPIA LAMP

examined, in October, secondary optic atrophy was commencing.
The tension had remained normal. The patient has now left the
district, but when last heard of, in April 1925, had had no pain-
ful complications.
Cases in the literature where septic foci in the retina have been

traced to disease of the nasal sinuses are, of course, very numerous
and there is little to be added to Eversbusch's(2) Monograph, 1903.
Fish(3) follows Zeim(6) in associating all cases with venous stasis
and thrombosis. Most of Fish's cases had extreme trigeminal
pain, whereas the case above reported complained of no pain.
Many cases, as for instance that published in 1911 by Hett
and Henderson(5) were similar to the above in that no cause
could be found on examination.
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THE method of testing diplopia with a candle flame has several
disadvantages. The size of the flame is too small to alliow the
patient to describe accurately any tilting of the images that may
be present. The candle flame illuminates surrounding objects and
distracts the patient's attention. The flame moreover is constantly
moving in air currents, making it still more difficult for the patient
to describe what he sees.

It is often a matter of great difficulty for the surgeon to interpret
the patient's description of the double images.
The diplopia lamp has been designed to eliminate the dis-

advantages of the candle flame, and also to provide the patient
with a means with which he can demonstrate to the surgeon the
exact position and relation of the true and false image.
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The dimensions of the lamp are 4 inches x 3j inches x 3i inches.
It consists of a small case containing an ordinary pocket lamp
battery. Attached to the front of the case is an enclosed metal
reflector, the aperture of which is covered with an opal glass.
In front of the opal glass is a metal disc which contains a slit
measuring i inch x 21 inches. When the electric current is turned
on an evenly illuminated area the size of the slit is obtained. In
a darkened room nothing is visible except the illuminated area,
the lamp casting no light on surrounding objects.
The metal case of the lamp, in addition to the electric battery,

contains a circular red glass for placing before the patient's eye,
and also two strips of glass, one red, and the other white. The
size of these strips is similar to the illuminated area of the lamp.
The patient, during the examination, holds the two strips of glass,
and is requested to place them in positions corresponding to the
images that he sees.
The method has been tried on a number of patients with most

satisfactory results. The patient is enabled to demonstrate to the
surgeon the actual distance that he sees the images apart, and
tilting of the images can be most accurately shown. The lamp is
supplied by J. Fordham, Manufacturing Optician, Wallasey,
Cheshire.

ANNOTATION

The Education of Myopic Children

We note with satisfaction that the report of the Council of
British Ophthalmologists on the education of myopic children,
which was published in the January number of this journal, has
been commented upon favourably by a number of different
periodical publications in various parts of the country.
The Morning Post was stimulated by it to send a representative

to visit one of the myope schools in Islington, and to give its
readers an account of the way in which the children's education
is there carried out.
The Lancet not only published the report in full but also dis-

cussed it in an editorial annotation, advising that it should be
studied by all educational authorities.
The Medical Officer, a journal for the medical men in the Govern-

ment and municilpal services, says: "It is not often that there
comes to liand such a creditable report as that recently issued by
the Council of British Ophthalmologists; it is brief, it is balanced,
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