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ABSTRACT
Aim To investigate the safety and performance of a 
telemetric suprachoroidal intraocular pressure (IOP) 
sensor (EYEMATE- SC) and the accuracy of its IOP 
measurements in open angle glaucoma (OAG) patients 
undergoing simultaneous non- penetrating glaucoma 
surgery (NPGS).
Methods Prospective, multicentre, open- label, 
single- arm, interventional clinical trial. Twenty- four 
eyes of 24 patients with OAG regularly scheduled 
for NPGS (canaloplasty or deep sclerectomy) were 
simultaneously implanted with an EYEMATE- SC 
sensor. Six- month follow- up on the sensor’s safety 
and performance as well as on the level of agreement 
between the EYEMATE- SC measurements and IOP 
measurements with Goldmann applanation tonometry 
(GAT).
Results The eyes underwent canaloplasty (n=15) 
or deep sclerectomy (n=9) and achieved successful 
implantation of the sensor. No device migration, 
dislocation or serious device- related complications 
occurred. A total of 367 comparisons were 
included in the IOP agreement analysis. The overall 
mean difference between GAT and EYEMATE- SC 
measurements was 1.31 mm Hg (lower limit of 
agreement (LoA) 7.55 mm Hg; upper LoA –4.92 mm 
Hg). The maximum difference of 2.5 mm Hg ±3.96 
(LoA 0.30–2.29) was reached on day 10 and 
continuously improved to an agreement of –0.15 mm 
Hg ±2.28 (LoA –1.24 to 0.89) after 6 months. 
Accordingly, the percentage of eyes within an IOP 
difference of ±5 mm Hg improved from 78% (day 3) to 
100% (6 months).
Conclusions After 6 months, the EYEMATE- SC sensor 
was safe and well tolerated, and allowed continual IOP 
monitoring.
Trial registration number NCT03756662.

INTRODUCTION
Intraocular pressure (IOP) is the only risk factor 
for glaucoma that can be modified. Lowering IOP 
can slow down the progression of glaucomatous 
optic neuropathy and visual field defects.1 2

Standard tonometry techniques, especially 
Goldmann applanation tonometry (GAT), require 
trained personnel and specialised equipment. 
This limits IOP monitoring to isolated record-
ings during scheduled visits, usually 3–6 times per 

year. As a consequence, medical treatment deci-
sions are mostly based on these few random IOP 
measurements.

However, IOP is highly dynamic and varies 
throughout the day and from day to day.3 4 This 
variability may be an independent risk factor for 
the development and progression of glaucoma.1 
IOP fluctuations are influenced by blink, gaze and 
saccade and telemetric measurements in nonhuman 
primates showed that IOP fluctuates up to 10 mm 
Hg in the course of the day5 6 Single GAT measure-
ments during normal office hours therefore risk 
to miss the true peak and trough of the diurnal 
curve.7 8 For this reason, continual IOP measure-
ment is desirable for glaucoma monitoring.

Sulcus implanted wireless telemetric sensors were 
shown to be generally safe and to provide long- term 
reliable IOP measurements.9–11 However, several 
disadvantages can accompany ciliary sulcus implan-
tation, including iris chafing and atrophy, pupillary 
distortion and pigment dispersion.9 12 The restric-
tion to pseudophakic or cataract patients excludes 
younger patients for whom long- term IOP moni-
toring is particularly important.

In response to these issues, we have developed 
a miniaturised telemetric IOP sensor for implan-
tation into suprachoroidal space (EYEMATE- SC, 
Implandata), which enables a wireless on- demand 
readout of continuous IOP values via an external 
handheld reader. In a preceding animal study 
suprachoroidal implantation proved to be a simple 
and complication- free procedure, and the device 
showed good long- term biocompatibility and 
promising agreement between telemetric and direct 
intracameral IOP manometry.12

The aim of this study was to investigate the safety 
and performance of the EYEMATE- SC supracho-
roidal sensor and the accuracy of its IOP measure-
ments in patients with open- angle glaucoma (OAG) 
undergoing simultaneous non- penetrating glau-
coma surgery (NPGS).

METHODS
Study design
First- in- man, prospective, open- label, single- arm, 
multicentre clinical investigation to assess the safety, 
tolerability and performance of the EYEMATE- SC 
suprachoroidal pressure sensor system in patients 
with OAG undergoing NPGS.
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The study was conducted at five investigational sites in two 
countries.

The primary objective was to evaluate the safety, tolerability 
and performance of the EYEMATE- SC system during implanta-
tion and throughout a 6- month follow- up period.

The secondary objective of the study was to evaluate the 
level of agreement between measurements with GAT and the 
EYEMATE- SC system.

Study patients
The study included 24 patients of legal age with OAG who 
were scheduled for NPGS. The medical indication for NPGS 
had to be given irrespectively of study participation. Potential 
study patients had given their consent to NPGS before joining 
the study. Female patients had to have a negative pregnancy 
test performed prior to surgery. Only one eye per patient was 
eligible for treatment, although both eyes could be screened for 
inclusion.

Exclusion criteria comprised neovascular and angle- closure 
glaucoma, prior glaucoma surgery and other ocular surgery proce-
dures within 6 months (cataract surgery within 3 months) prior 
to EYEMATE- SC implantation, myopia, axial length <22 mm 
or >26 mm, or evidence of ocular diseases other than glaucoma. 
Also, patients with other active medical implants in the head/
neck region or a serious generalised disease were excluded.

Description of device
The EYEMATE- SC system consists of a cushion- shaped sensor 
device for permanent implantation into the suprachoroidal 
space and an external handheld reader device (Mesograph) (see 
figure 1).

The EYEMATE- SC sensor bears the same micro- 
electromechanical system as the EYEMATE- IO 
implant,7–9 11 although the implant is miniaturised in its final 
dimensions (7.5×3.5 mm and an outwardly decreasing thick-
ness of 1.3 mm at the centre and 0.9 mm in the periphery). The 
surface shape of the implant is lenticularly rounded to smoothly 
adapt to the curved scleral shape (figure 1A,B).

The custom chip (application- specific integrated circuit, ASIC) 
integrates pressure and temperature sensors, identification and 
analog- to- digital encoders, and a telemetry unit. The ASIC 
is bonded to a wire- wound gold microcoil, and hermetically 
encapsulated in validated medical- grade silicone rubber mate-
rial. Owing to the nature of metals contained in the device (gold 

and aluminium), it is entirely non- magnetic and has been tested 
for MRI safety.

The Mesograph consists of a power source, a coil for the 
electromagnetic field supplying the sensor with power, and an 
antenna for transmitting the signals (figure 1C). IOP is displayed 
on the LED display of the reader. For a measurement, the system 
collects and averages 10 samples. The reader can store up to 
3000 IOP readings, which can be transferred wired or wirelessly 
through a Global System for Mobile Communications module.

Each sensor is calibrated to be highly accurate before ster-
ilisation and packaging and is checked for plausible readings 
immediately before implantation. The implant is tested and 
certified for electromagnetic and radiation safety according to 
the requirements of the European medical device law.

Surgical technique
The EYEMATE- SC implant can be placed either as a stand- alone 
procedure or in combination with glaucoma surgery. In this 
study, we included eyes with scheduled NPGS (canaloplasty or 
deep sclerectomy). The rational is that the access to supracho-
roidal space created during the NPGS can easily be used for 
placing the EYEMATE- SC sensor, so no additional preparation 
is needed.

After conjunctival peritomy, a 5×5 mm superficial scleral flap 
is created. Below this, a deep scleral flap (4×4 mm) is prepared. 
Depending on the surgeon’s preference, the second flap is either 
prepared completely until the choroid is exposed (100% thick-
ness technique, figure 2A–C) or a thin scleral lamella of 10–50 µm 
is preserved (90% thickness technique, figure 2D–F). The dissec-
tion is continued across the scleral spur to open Schlemm’s canal 
(SchC). After SchC is deroofed a trabecular- Descemet window is 
created. The deep scleral flap is excised and juxtacanalicular TM 
is peeled. SchC may additionally be dilated with viscoelastics 
(OVD; viscocanalostomy) or probed with a microcatheter and 
tensioned with a 10–0 prolene suture (canaloplasty).

To implant the sensor, suprachoroidal space is accessed either 
through the window (100% thickness technique) or through a 
5 mm incision in the remaining scleral lamella (90% thickness 
technique). The choroid is separated from the sclera by means of 
OVD, and the EYEMATE- SC implant is carefully inserted into 
the suprachoroidal space using padded implantation forceps and 
avoiding contact with the sensor’s ASIC. Afterward, the superfi-
cial scleral flap and the conjunctiva are closed and sutured.

Follow-up examinations
Follow- up examinations were performed on days 1, 3, 10, 30, 
90 and 180. An ophthalmological examination including best- 
corrected visual acuity, slit- lamp biomicroscopy, funduscopy and 
tonometry was performed at each visit, and all findings were 
recorded. External eye photography and optical coherence 
tomography (OCT) of the anterior segment were performed 
at baseline visit and days 10, 30, 90 and 180. Tonometry 
was performed using GAT and EYEMATE- SC at each visit. 
EYEMATE measurements were performed by the patients. GAT 
was performed with two measurements; in case of a difference 
of more than 2 mm Hg, a third GAT measurement was required. 
In order to avoid operator/investigator bias, GAT measurements 
were taken directly prior to EYEMATE measurements to ensure 
the investigator is unaware of the EYEMATE result.

All patients received the reading unit for long- term self- 
tonometry and were encouraged to measure IOP at home 
regularly.

Figure 1 Photograph of the EYEMATE- SC system. (A) Front view 
(vitreous site) depicting the sensor chip with integrated capacitive 
pressure sensor membranes and the wire- wound gold microcoil for 
power and digital data transmission. (B) Angular view with the sclera 
site up. Note the lenticularly rounded back surface to adapt to the 
curved scleral shape. (C) Mesograph read- out device.
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Statistical analysis
The safety population included all subjects in whom 
EYEMATE- SC implantation was attempted. The per- protocol 
set comprised all subjects in whom the sensor was successfully 
implanted and for whom the full dataset was available until 
month 6.

Bland- Altman plots were used to evaluate the mean differ-
ence and 95% limit of agreement (LoA) in IOP measurements 
between the averages of GAT and EYEMATE- SC at each study 
visit.13 The Pearson correlation coefficient r was used to measure 
the strength of the agreement between GAT and EYEMATE- SC 
on the scatter plot. For performance analysis, the mean differ-
ence in the measurements between the two methods on the 
Bland- Altman plot was the estimate of the fixed bias. The prob-
ability distribution of the difference of the paired measurements 
grouped within 1 mm Hg was compared with the primary 
objective of the accepted 70% of the measurements to agree 
between ±5 mm Hg. This limit was derived from ANSI Z80.10. 
Statistical analysis was performed using the statistical software 
Stata V.14.2 (StataCorp). A p≤0.05 was considered statistically 
significant.

RESULTS
Patient characteristics
The 24 patients who met the inclusion criteria originated from 
5 centres and 7 surgeons performed the surgeries. The mean 
age was 65.1±10.2 years, 50% were women. Fifty per cent 
were right eyes, 8 eyes were pseudophakic and 14 phakic, 2 
eyes underwent combined cataract surgery. Primary OAG was 
the predominant diagnosis (n=20), followed by pseudoexfoli-
ation (n=2), pigment dispersion (n=1) and uveitic glaucoma 
(n=1). Mean preoperative IOP was 19.4±5.4 mm Hg (range: 
12–37 mm Hg) with a mean number of antiglaucomatous medi-
cation of 2.8±0.8 (range: 0–4).

The patients underwent the procedure with either canaloplasty 
(n=15) or deep sclerectomy (n=9). EYEMATE- SC implantation 
was successful in all cases, and all implanted sensors remained 
in the eye during follow- up. All patients completed the 3- month 

follow- up, and 21 patients completed the 6- month follow- up, 3 
patients missed the follow- up due to COVID- 19.

Safety
The implantation of the EYEMATE- SC succeeded without 
complications in all eyes. No intraoperative injury of the choroid 
or bleeding from the entry site were reported. In all cases the 
sensor could be implanted with the right orientation (ASIC 
towards the choroid).

During the first 6 months, no serious or sight- threatening 
complications occurred. Figure 3 shows the postoperative 
anterior segment photography of a patient at day 10 and 90, 
respectively.

The most frequent postoperative complication was hyphaema, 
which occurred in nine eyes (seven after canaloplasty, two after 
deep sclerectomy) and resolved spontaneously in all cases. Two 
patients had superficial punctate keratitis for 3 weeks. One 
patient showed early postoperative leakage, one patient had 
choroidal detachment and hypotony for 3 weeks, which resolved 
without sequelae. One patient complained about postoperative 
photopsia for 5 weeks. Three patients reported touch sensitivity, 
two reported slight pain in the operative area, and one had inter-
mittent headaches. The touch sensitivity was assessed as possibly 
device related. All other AEs were assessed and determined to be 
caused by the surgical intervention itself. No serious AEs related 
to the EYEMATE- SC sensor were reported.

The position, orientation and distance of the sensor from the 
scleral spur, which were measured by anterior segment OCT and 
50 MHz ultrasound biomicroscopy, showed complete spatial 
stability. There were no reports of device migration, rotation 
or dislocation (figure 4). In one patient, the implant, partially 
inserted into the suprachoroidal space at the end of surgery with 
approximately 1/6th remaining in the deep scleral lake, slipped 
back early postoperatively into the suprachoroidal space and 
remained stable there, as intended.

Performance
Measurement agreement
No permanent device malfunction occurred. Bland- Altman plots 
were used for analysing the agreement between the measure-
ment with GAT and EYEMATE- SC throughout the follow- up 
visits (figure 5). A total of 405 comparisons were included in 
the analysis. The overall mean measurement difference for all 
pressure sensors and all follow- up measurements was 1.31 mm 
Hg (lower LoA 7.55 mm Hg; upper LoA –4.92 mm Hg).

An analysis over time shows that during the first month the 
EYEMATE- SC IOP values were significantly higher than the 
GAT measurements, with a maximum difference of 2.5 mm 
Hg ±3.96 (LoA 0.30–2.29) at day 10. In the further course of 
the study, the overall bias between the two methods significantly 
declined, reaching an satisfying agreement after 3 and 6 months. 

Figure 2 Two techniques for suprachoroidal implantation of the 
EYEMATE- SC sensor device. (A–C) Preparation with 100% thickness 
technique13: the deep flap is prepared until the choroid is completely 
exposed (A). At the end of NPGS, viscoelastics are injected into the 
suprachoroidal space, and the EYEMATE- SC sensor is carefully inserted 
using padded implantation forceps (B). The sensor is buried in the 
suprachoroidal space, acting as a spacer for suprachoroidal drainage. 
(D–F) Preparation with 90% thickness technique: the deep flap is 
prepared und a thin scleral lamella preserved; the choroid is not 
exposed (D). At the end of NPGS, a 5 mm incision in the remaining thin 
scleral lamella is made (D) and the EYEMATE- SC sensor is inserted into 
the suprachoroidal space (E). At the end of the procedure, the sensor is 
buried in the suprachoroidal space without additional suprachoroidal 
drainage (F). NPGS, non- penetrating glaucoma surgery.

Figure 3 Postoperative anterior segment photography of a patient at 
day 10 (A) and at day 90 (B).
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Correspondingly, the percentage of eyes where the difference 
in the IOP measurement between GAT and EYEMATE- SC was 
within ±5 mm Hg improved from 78% (day 3) to 100% (6 
months).

Figure 6 shows a scatter plot of all paired GAT/EYEMATE- SC 
comparisons. It reveals that the deviation is not prominent in a 

certain IOP level but is evenly and closely distributed around the 
idealised zero error line (dotted line).

Postoperatively, a transient increase of astigmatism was 
reported. The mean refractive cylinder, irrespective of the 
axis, increased from 1.1 dpt (dioptres) at the screening visit to 
2.1 dpt (day 3), and 2.3 dpt (day 10) and returned to 1.4 dpt 
(day 30) and 1.3 dpt (day 180) (see table 1). This transiently 
increased astigmatism influences the accuracy of GAT and the 
Bland- Altman LoA shows a better agreement between GAT and 
the EYEMATE- SC measurement if the first month is excluded 
(figure 7). At the 6- month study visit, all eyes achieved agree-
ment within the targeted ±5 mm Hg and a mean difference of 
–0.15 mm Hg ±2.28 SD (LoA –1.24 to 0.89).

DISCUSSION
The 6- month interim evaluation shows that the EYEMATE- SC 
sensor is a safe and well- tolerated suprachoroidal implant that 
allows continuous IOP monitoring of glaucoma patients.

Once implanted, patients can measure their IOP without 
contact by simply bringing the external reader next to the eye 
to enable electromagnetic coupling of the sensor. Patients can 
automatically create their individual IOP profile to disclose 
short- term and long- term fluctuations enabling the ophthal-
mologist to adapt the therapy. The measured values correspond 
to the IOP independent of the corneal biomechanics,14 and the 
active involvement of the patients as well as the direct treatment 
response are suitable to improve the therapy adherence in glau-
coma patients.15

The preceding generation of telemetric sensors implanted 
in the sulcus (EYEMATE- IO) were generally safe and reli-
able.9–11 However, their use is restricted to pseudophakic or 
cataract patients and excludes patients with a narrow chamber 
angle. Furthermore, the bulky sensor ring needs a large corneo-
scleral incision and causes excessive manipulation during sulcus 
implantation.11

Figure 4 Multimodal imaging 6 months after suprachoroidal 
implantation of the EYEMATE- SC sensor using AS- OCT (A, B) and 50 
MHz ultrasound biomicroscopy (UBM, (C, D) of the same patient with 
meridional (A, C) and limbus- parallel (B, D) imaging. It shows the sensor 
remaining stable underneath the choroid (orange line) at the site of 
implantation. Of note, AS- OCT visualises the microelectronics carrier 
substrate (■) and the gold coil (▲), but not the silicone encapsulation 
(* and green line). in contract, UBM depicts the lenticularly rounded 
silicone encapsulation smoothly adapting to the curved scleral shape. 
AS- OCT, anterior segment optical coherence tomography.

Figure 5 Bland- Altman analysis of agreement between GAT and EYEMATE- SC (95% CI). All data points within 180 days (405), available 
postoperative study from day 1 to day 180 are plotted. The bold black line represents the average over all comparisons; red and green dashed- dotted 
lines represent the upper and lower level of agreement (LoAs, mean difference ±1.96 SDs, 95% CI). GAT, Goldmann applanation tonometry.
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This suprachoroidal approach was developed to solve these 
limitations. The EYEMATE- SC system consists of a miniatur-
ised IOP sensor that is implanted into suprachoroidal space. 
It can be used independent of the lens status and is also suit-
able for younger glaucoma patients for whom continuous IOP 
monitoring is particularly important. Implantation can also be 
combined with trabeculectomy. The long- term goal is a further 
miniaturised device for very small incision implantation in a 
stand- alone procedure preferably in one of the lower quadrants 
to leave space in the upper ones for glaucoma surgery.

The reported nine cases of hyphaema were judged to be 
surgery related but not device related. Hyphaema is a known 
side effect of NPGS, especially for canaloplasty. The intraoper-
ative occurrence is caused by blood reflux from SchC and the 
collector channels. Usually hyphaema is resorbed spontaneously. 
Some authors even presume that it is a sign of surgical success 
regarding IOP development.16 17 Also after deep sclerectomy 
hyphaema is reported to occur in up to 21%.18 It could result 
from perforation of Descemet’s membrane and subsequent 

bleeding under the conjunctiva or blood flow from iris vessels 
or ciliary processes.19

Of note, no choroid- associated problems such as choroidal 
injury or bleeding, macular oedema or suprachoroidal migra-
tion of the implant were reported during the study course. This 
confirms the results of previous experiments on rabbits, which 
showed that the suprachoroidal space can be easily expanded 
with OVD to implant the sensor comfortably without the risk 
of choroidal injury.12 Besides, other surgical methods also place 
glaucoma or retinal implants in suprachoroidal space.20–24

During the study several centres in Germany and Switzerland 
were involved, and none of the surgeons found the implanta-
tion difficult or reported problems. This contrasts with the 
EYEMATE- IO, where a significant learning curve for the sulcus- 
based implantation was reported which might partially explain 
the number of implantation- related AEs.11

If YAG goniopuncture is needed after NPGS to enhance the 
pressure- lowering effect, a loss of sensor function is physically 
unlikely. The experiences we have made with YAG capsulo-
tomy in the Eyemate IO study as well as two cases where a 
YAG goniopuncture was performed after Eyemate- SC implan-
tation show that after recalibration the sensor function was 
flawless.

One of the main advantages of IOP sensors is that they are 
independent of corneal biomechanics. While corneal- surface- 
based tonometry techniques only measure relative dimensional 
changes of the eye with questionable validity,25 26 intraocular 
sensors directly measure the absolute IOP. In rabbit experiments, 
the suprachoroidal sensor showed a high agreement between 
the telemetrically assessed IOP values and the effective intra-
cameral pressure assessed by direct cannulation of the anterior 
chamber with a manometry probe.12 This confirms that intraoc-
ular sensors are largely independent of external factors such as 
corneal thickness, rigidity and astigmatism, which in particular 
compromise the validity of GAT.27

Figure 6 Scatter plot of all paired GAT/EYEMATE- SC comparisons. It reveals that the deviation is evenly and closely distributed around the idealised 
zero error line (dotted line). The best fit linear regression line (red dash dot) shows a slight positive bias towards lower IOP values. GAT, Goldmann 
applanation tonometry; IOP, intraocular pressure.

Table 1 Deviation between EYEMATE- SC and Goldmann tonometry 
presented with corneal astigmatism values at the different time 
points

Visit

Mean of 
paired 
delta
(mm Hg)

Lower LoA
(mm Hg)

Upper LoA
(mm Hg)

Subj. 
CYL 
mean 
(dpt)

Subj. 
CYL 
STD 
(dpt)

Subj. 
CYL 
min 
(dpt)

Subj. 
CYL 
max 
(dpt)

Screening – – – −1.1 1.5 −4.8 0.0

D1 1.5 −3.3 6.3 −1.3 1.3 −5.0 −0.3

D3 1.2 −6.2 8.7 −2.1 1.9 −7.8 −0.3

D10 2.5 −5.5 10.5 −2.3 1.6 −6.5 −0.3

D30 1.9 −4.7 8.5 −1.4 1.2 −5.3 −0.3

D90 0.1 −5.5 5.6 −1.4 1.2 −5.5 0.0

CYL, cylinder; LoA, limit of agreement; STD, standard deviation.
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In our study, transient deviations were observed in the agree-
ment between GAT and the telemetric EYEMATE- SC IOP within 
the first few weeks after implantation; the deviations normalised 
after 3 months. This was concomitant but not directly correlated 
with a temporarily observed significant increase in postopera-
tive astigmatism due to the scleral flap sutures of the NPGS (see 
table 1).

It is known that GAT tends to underestimate the IOP in eyes 
with irregular28 29 or significantly increased central corneal thick-
ness, and therefore, its reliability should be interpreted carefully 
in those patients.30

As there is no direct correlation between the increase in 
astigmatism and the difference between EYEMATE- SC and 
Goldmann values, there are probably other factors than astig-
matism that influence the accuracy of Goldmann measurement 
in the early postoperative phase. For instance, it is known that 
the accuracy of GAT decreases in higher IOP levels measuring 
false- low values.31–33 This is in accordance with the ARGOS- 02 
(EYEMATE- IO) trial showing an increasing bias between GAT 
and telemetric IOP values at higher pressure levels. Furthermore, 
our experience from clinical practice shows that it is very diffi-
cult to achieve reliable IOP values with GAT in hypotonic eyes. 
And in the first 2 weeks after a canaloplasty or deep sclerec-
tomy, hypotony is common as the sutures are not immediately 
watertight.

One might, therefore, assume that telemetric IOP measure-
ments achieve a higher validity than GAT, especially in eyes 
with altered corneal biomechanics and at abnormal IOP levels. 
However, without comparing the values with real- time IOP 
measurement using intraocular probes this assumption remains 
merely speculative.

Limitations of this study include the relatively small and 
heterogeneous patient population. The follow- up period is still 
relatively short, but the 6- month interim analysis was intended 
to focus on safety and performance in the postoperative healing 

process. Also, potential explantability of the implant has only 
been proven in human autopsy eyes and in rabbit experiments. 
Further observations are necessary to assess the long- term safety, 
performance and reliability of the implant and the system.

In summary, the EYEMATE- SC is the first suprachoroidal 
sensor for telemetric IOP measurement. It has been success-
fully and safely implanted in all 24 patients during simultaneous 
NPGS. The 6- month evaluation showed no severe complica-
tions, malfunctions or implant migration. The suprachoroidal 
sensor allows continuous telemetric IOP self- measurement, even 
under conditions where the validity of the GAT may be limited.
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