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ABSTRACT
Background/aims Early detection and treatment of 
glaucoma can delay vision loss. In this study, we evaluate 
the performance of handheld chromatic pupillometry 
(HCP) for the objective and rapid detection of functional 
loss in glaucoma.
Methods In this clinic- based, prospective study, we 
enrolled 149 patients (median (IQR) years: 68.5 (13.6) 
years) with confirmed glaucoma and 173 healthy 
controls (55.2 (26.7) years). Changes in pupil size in 
response to 9 s of exponentially increasing blue (469 
nm) and red (640 nm) light- stimuli were assessed 
monocularly using a custom- built handheld pupillometer. 
Pupillometric features were extracted from individual 
traces and compared between groups. Features with the 
highest classification potential, selected using a gradient 
boosting machine technique, were incorporated into a 
generalised linear model for glaucoma classification. 
Receiver operating characteristic curve analyses (ROC) 
were used to compare the performance of HCP, optical 
coherence tomography (OCT) and Humphrey Visual Field 
(HVF).
Results Pupillary light responses were altered in 
glaucoma compared with controls. For glaucoma 
classification, HCP yielded an area under the ROC curve 
(AUC) of 0.94 (95% CI 0.91 to 0.96), a sensitivity of 
87.9% and specificity of 88.4%. The classification 
performance of HCP in early- moderate glaucoma (visual 
field mean deviation (VFMD) > -12 dB; AUC=0.91 (95% 
CI 0.87 to 0.95)) was similar to HVF (AUC=0.91) and 
reduced compared with OCT (AUC=0.97; p=0.01). For 
severe glaucoma (VFMD ≤ -12 dB), HCP had an excellent 
classification performance (AUC=0.98, 95% CI 0.97 to 
1) that was similar to HVF and OCT.
Conclusion HCP allows for an accurate, objective and 
rapid detection of functional loss in glaucomatous eyes 
of different severities.

INTRODUCTION
Early detection and treatment of glaucoma can 
delay vision loss and consequently alleviate the 
health economic burden associated with the condi-
tion.1 2 However, glaucoma is often diagnosed at 
a late stage, especially in some low- income and 
middle- income countries, where up to 50% of 
patients are already blind in one eye at presenta-
tion.3 4

The detection of glaucoma is challenging, in part 
because no standalone, affordable and accurate 
tool allows for it in an opportunistic or community 

setting. Existing methods, like optical coher-
ence tomography (OCT) and standard automated 
perimetry (SAP) require expensive and highly 
calibrated apparatus. Furthermore, SAP is subjec-
tive, demanding in time and effort and does not 
always reflect the severity of structural decrements 
observed in early- stage glaucoma.5 6

Chromatic pupillometry, which measures the 
pupillary responses to light stimulations of different 
wavelengths, has become increasingly recognised 
as an effective method for evaluating retinal and 
optic nerve health.7 This technique investigates the 
integrity of retinal photoreceptors (ie, rods, cones 
and intrinsically photosensitive retinal ganglion 
cells (ipRGCs)) which contribute differentially to 
the pupillary light response (PLR).8–10 ipRGCs are 
a subset of RGCs that are intrinsically photosensi-
tive,8 and also integrate input from the outer retina, 
to mediate the PLR.10

Recent findings from our group and others 
suggest that ipRGC loss or dysfunction occurs in 
glaucoma, even at the earliest stages, resulting in 
abnormal pupillary responses to full- field or secto-
rial chromatic stimuli.11–13 In addition, multifocal 
stimuli targeting both subcortical (ie, ipRGC- driven 
responses) and adjacent corticopretectal (ie, origi-
nating from M- cones and L- cones through RGCs) 
chromatic pupillary responses, have been suggested 
to offer a higher sensitivity to glaucomatous func-
tional alterations.14 15 Although chromatic pupil-
lometry demonstrates high efficacy in the detection 
of functional abnormalities in glaucoma, the used 
lab- based devices are commonly bulky, expensive 
and unsuitable for everyday clinical use.

Using a custom- built handheld pupillometer, in 
this study, we evaluated the pupillary responses to 
exponentially increasing blue and red light stimu-
lations in patients with different severities of glau-
coma. Furthermore, we compared the performance 
of our handheld chromatic pupillometer (HCP) for 
glaucoma classification with established structural 
(ie, OCT) and functional (ie, SAP) investigation 
tools.

MATERIALS AND METHODS
Participants
Patients with unilateral or bilateral glaucoma and 
healthy controls were included in this clinic- based, 
cross- sectional study conducted between June 2017 
and November 2018 (figure 1). In this prospec-
tive study, data collection was planned before 
pupillometric assessments and reference standard 
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confirmation. Glaucoma patients were recruited consecutively 
from the glaucoma clinics of glaucoma specialists AT and RH 
at the Singapore National Eye Centre (SNEC). Control partic-
ipants were recruited from the general clinics of the hospital. 
All participants underwent a comprehensive ophthalmological 
evaluation (details in online supplemental methods 1). Controls 
were defined as subjects with no glaucomatous optic neurop-
athy (intraocular pressure less than 21 mm Hg, open irido-
corneal angles (on gonioscopy) in all quadrants, healthy optic 
nerves and normal visual fields (VF)). Patients with clinically 
confirmed glaucoma were diagnosed by a fellowship trained 
specialist by the presence of glaucomatous optic neuropathy 
(loss of neuroretinal rim with a vertical cup- disc ratio of >0.7 
and/or notching with nerve fibre layer defect attributable to 
glaucoma) with compatible VF defect. Based on Hodapp- Parish- 
Anderson’s criteria, patients were separated into early- moderate- 
stage (VF mean deviation (VFMD) scores better than −12 dB) 
and severe- stage (VFMD scores of −12 dB or worse) groups.16 
This grouping was adopted to evaluate the performance of HCP 
in patients with less perceptible VF loss (early- moderate) and 
patients with severe glaucoma who are at highest risk for rapid 
worsening of the disease, lifetime blindness and deterioration of 
quality of life.17

Were also excluded patients with: (1) an unconfirmed glau-
coma diagnosis or any associated ophthalmic conditions such 
as other causes of optic neuropathy, retinopathies and/or ocular 
motor disorders; (2) clinically significant pupillary abnormali-
ties except for relative afferent pupillary defects (RAPD) in the 
glaucoma group; (3) clinically diagnosed psychiatric or neuro-
logical disorders, including dementia and (4) patients who had 

undergone intraocular surgery within the past 6 months, had 
severe ocular trauma or were using psychotropic or other medi-
cations known to affect the pupillary control pathways. Written 
informed consent was obtained from all participants. Research 
procedures adhered to ethical principles outlined in the Decla-
ration of Helsinki. The full study protocol is available from the 
corresponding author on reasonable request.

Handheld chromatic pupillometry
Dynamic pupillary responses to chromatic stimulations in 
patients and controls were evaluated without dark adaptation 
using a custom- built handheld pupillometer in dimly- lit rooms 
(<3 lux). A detailed description of the device and light cali-
bration is provided in online supplemental methods 2, online 
supplemental figure 1. Experimenters were masked to the clin-
ical information and final diagnosis of the participant during 
data acquisition.

Each participant underwent a 1 min pupillometric self- 
examination that consisted of the following steps: 10 s of darkness 
(baseline pupil measurement); 9 s of exposure to exponentially- 
increasing blue light (11.7–14.4 log photons/cm²/s; peak wave-
length (λmax)=469 nm, full width at half maximum (FWHM)=33 
nm); 22 s of darkness to assess the dynamics of pupillary redi-
lation to baseline; exposure to 9 s exponentially increasing red 
light stimulus (11.9–14.3 log photons/cm²/s ; λmax = 640nm, 
FWHM=17 nm); 10 s of darkness to assess pupillary redilation 
(figure 2A). Light stimulations covered 50° of the VF without 
considering reflections off the interior of the device. Partici-
pants were requested to fixate a central dim red zone (<0.1 lux) 

Figure 1 Diagram showing the flow of enrolment and exclusion of patients and data. A total of 470 participants including 207 controls and 263 
patients were screened for this study. Out of the control group, 30 participants did not meet the study’s inclusion and exclusion criteria and the 
pupillometry data collected from four control participants were unreliable (n=2) or missing (n=2). Out of 263 patients screened at the Singapore 
National Eye Centre (SNEC) glaucoma clinics, 9 declined to participate and 103 did not meet the study’s inclusion and exclusion criteria. The 
pupillometry data collected from two glaucoma patients were missing or unreliable. This study included the data from 173 controls and 149 patients 
with confirmed unilateral or bilateral glaucoma.
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delivered using a red, green, blue (RGB) light- emitting diode 
(LED). Light was administered to the study eye, with the fellow 
eye covered by the participant’s hand. In controls and patients 
with bilateral glaucoma and two eligible eyes, the study eye was 
selected randomly by coin toss.

Data analysis and statistics
Horizontal pupil radius measurements were individually 
processed using a semiautomated algorithm for blink arte-
fact removal and expressed as a percentage change from 
baseline pupil size (figure 2B). This baseline correction 
accounted for any differences in baseline pupil size between 
participants and across groups. Sixteen principal pupillome-
tric features were extracted from individual blink- free traces 
(online supplemental table 1).

Pupillometric features are presented as median (IQR) and 
were compared between controls and glaucoma groups using 
a Mann- Whitney U test. Demographics and ophthalmolog-
ical examination outcomes are represented as median (IQR) 
and were compared between controls and glaucoma groups 
using a non- parametric Mann- Whitney U test or a χ² test, 
and between controls and the different glaucoma severity 
groups using a Kruskal- Wallis One- Way analysis of variance 
on Ranks. Post hoc analysis was done pairwise using Dunn’s 
method.

The relative contribution of demographic (age, gender 
and ethnicity), clinical (diabetes status) and pupillometric 

features in the training of the glaucoma classification model 
was determined using a gradient boosting machine (GBM) 
technique. A GBM is an ensemble of simple decision trees 
grown sequentially. The more a feature is associated with an 
improvement of the classification performance, the higher 
its relative contribution to the model. Top pupillometric 
contributing features (ie, excluding age, gender, ethnicity 
and diabetes status), corresponding to a cumulative relative 
contribution of at least 90% were used in a generalised linear 
model (GLM), a binary logistic regression that estimated 
the relationship between the outcome (no glaucoma/glau-
coma) and continuous independent variables (pupillometric 
features). Adjusted ORs (adj. ORs) for pupillometric vari-
ables as well as their significance (Wald’s test) were calcu-
lated. The classification performance of the GLM’s fitted 
values (ie, glaucoma probability scores) was determined 
using a receiver operating characteristic curve (ROC) anal-
ysis. The area under the ROC curve (AUC), sensitivity, spec-
ificity, accuracy, positive and negative predictive values (PPV 
and NPV) were calculated at best statistical cut- off (highest 
Youden’s J). Accuracy, PPV and NPV took into account a 
glaucoma prevalence of 3.54% in the general population 
(40–80 years old).18 Similar analytical approaches were used 
for OCT and Humphrey VF (HVF) features. The Akaike 
information criterion (AIC) was used as an indicator of the 
models’ relative quality. Clinical diagnoses established on 
the same day as HCP by a fellowship trained specialist with 

Figure 2 Average baseline- adjusted pupillary responses to the 1 min light paradigm in patients with glaucoma and controls. (A) After onset, light 
stimuli intensity increased exponentially from 11.7 to 14.4 log photons/cm2/s for blue light and from 11.9 to 14.3 log photons/cm2/s for red light. The 
duration of both blue and red light exposures was 9 s. Blue light stimulus onset was preceded by 10 s of darkness to quantify baseline pupil size and 
followed by 22 s of darkness to assess pupillary redilation prior to red light onset. Red light was followed by 10 s of darkness to assess the pupil’s 
redilation process. (B) Baseline- adjusted pupil constriction increased (pupil size decreased) rapidly at light onset and progressively as a function of the 
gradually increasing light exposure. In comparison to controls, patients with glaucoma exhibited significant alterations in the pupillary light responses. 
Data are plotted as average ± SE. (C–F) Dot plots representing differences in main pupillometric features in response to blue (C, D, E) and red (F) 
lights in patients with glaucoma compared with controls. The median of each group is represented as a dashed grey line. Statistical comparisons 
between groups were performed using a Mann- Whitney U test. ***p<0.001. AUC, area under the curve; PIPR, post- illumination pupillary response.
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access to participants’ clinical records were used as refer-
ence standard. Pairwise comparison between the AUCs of 
HCP, OCT and HVF was performed using DeLong’s method 
with Bonferroni correction. Machine learning and statistical 
procedures were performed using R V.3.6.3: A Language 
and Environment for Statistical Computing (R Core Team, 
Vienna, Austria). Figures were plotted using Sigmaplot 
V.14.0 (Systat Software, San Jose, California, USA). Intended 
sample size calculation is provided in online supplemental 
methods 3.

RESULTS
Participants
A total of 470 participants were screened to take part in 
this study including 207 potential controls and 263 patients 
from the SNEC clinics. Of these, 142 participants did not 
meet the inclusion criteria of this study and the data of 6 
participants (4 controls, 2 glaucoma) were excluded due to 
unreliable or missing pupillometry traces (figure 1). The data 
from 173 healthy controls (median age 55.2 (26.7) years, 
46.2% males, 90.8% ethnic- Chinese) and 149 patients (68.5 
(13.6) years, 66.4% males, 87.2% ethnic- Chinese) with 
bilateral or unilateral glaucoma were included in this study. 
The glaucoma group included 119 patients with primary 
open angle glaucoma (75 with high tension glaucoma and 
44 with normal tension glaucoma), 27 patients with primary 
angle closure glaucoma and 3 patients with other glau-
coma subtypes (1 pseudophakic, 1 pseudoexfoliation and 
1 pigment dispersion glaucoma). Glaucoma patients were 
further divided into early- moderate and severe glaucoma 
groups. A detailed description of the demographics and clin-
ical characteristics of all groups is provided in table 1. No 

adverse events were reported from any of the procedures 
used in the study.

Pupillary responses to blue and red lights are altered in 
patients with glaucoma
Baseline pupil size was reduced in patients with glaucoma 
compared with controls (U=7302.0, p<0.001) (online 
supplemental table 2). In both groups, the pupil, respec-
tively, constricted in a phasic (fast) then gradual manner in 
response to the onset and exponential increase of the light 
stimuli (figure 2A,B). The average pupillary constriction 
curves were, however, markedly altered in the glaucoma 
group compared with controls (figure 2B). Multiple PLR 
features were different between groups. Principally, phasic 
constriction to blue (U=3905; p<0.001) and red (U=4258; 
p<0.001) lights, as well as maximum constriction to blue 
(U=1912.5; p<0.001) and red (U=3406.5; p<0.001) lights 
were reduced in patients with glaucoma (figure 2C, D and 
F; online supplemental table 2). Pupillary redilation was 
also affected by glaucoma as the area under the redilation 
curve after blue light offset (PIPR AUC 0–12 s) (figure 2E), 
the post- illumination pupillary responses 6 s after blue or 
red light offset (PIPR6s), as well as their difference (Net 
PIPR6s), were reduced in glaucomatous eyes (all, p<0.001, 
online supplemental table 2).

Relative feature contribution and classification performance 
of HCP for glaucoma
The GBM analysis on 16 pupillometric features in addition 
to age, gender, ethnicity and diabetes status evaluated the 
importance of pupillometric and demographic variables in 

Table 1 Demographics and clinical characteristics of the study eye in controls and patients with glaucoma

Controls

Glaucoma

Early- moderate glaucoma Severe glaucoma All glaucoma

N 173 96 53 149

Age (years)¶ 55.2 (26.7) 68.5 (14.2)*** 68.3 (14.3)*** 68.5 (13.6)***

Gender, no (% male)* 80/173 (46.2) 56/96 (58.3)‡ 43/53 (81.1)*** 99/149 (66.4)***

Ethnicity, no (% Chinese)* 157/173 (90.8) 91/96 (94.8)§ 39/53 (73.6)** 130/149 (87.2)

Family history of glaucoma, no (%)* 5/173 (2.9) 23/96 (24.0)*** 9/53 (17.0)*** 32/149 (21.5)***

Diabetes, no (% with)* 15/173 (8.7) 25/96 (26.0)*** 14/53 (26.4)*** 39/149 (26.2)***

Cataract, no (% with)* 46/173 (26.6) 55/96 (57.3)*** 33/53 (62.3)*** 88/149 (59.1)***

PCIOL, no (% with)* 4/173 (2.3) 30/96 (31.3)*** 18/53 (34.0)*** 48/149 (32.2)***

SE, median (IQR), D¶ −1.6 (3.9) −1.1 (4.9) −0.8 (3.8) −0.9 (4.4)

BCVA, median (IQR), LogMar¶ 0.08 (0.2) 0.1 (0.2)*** † 0.3 (0.3)*** 0.2 (0.2)***

VCDR, median (IQR)¶ 0.40 (0.20) 0.80 (0.15)*** † 0.90 (0.10)*** 0.80 (0.10)***

VFMD, median (IQR), dB¶ −1.0 (2.1) −4.7 (5.4)*** § −18.6 (9.6)*** −8.7 (10.6)***

PSD, median (IQR), dB¶ 1.6 (0.7) 4.5 (5.3)*** § 11.1 (4.5)*** 7.7 (7.4)***

VFI, median (IQR), %¶ 99.0 (2.3) 90.0 (14.0)*** § 51.5 (32.8)*** 79.5 (30.5)***

Mean RNFL thickness, median (IQR), µm¶ 97.0 (11.0) 72.0 (15.0)*** ‡ 58.0 (10.5)*** 68.0 (18.8)***

RNFL symmetry, median (IQR), %¶ 86.5 (13.0) 61.0 (37.0)*** † 40.5 (43.5)*** 52.0 (43.0)***

Rim area, median (IQR), mm2¶ 1.31 (0.27) 0.80 (0.29)*** 0.69 (0.27)*** 0.75 (0.31)***

A Kruskal- Wallis one way ANOVA on ranks was used to compare controls, early- moderate stage and severe stage glaucoma groups. A post- hoc pairwise comparison between the 
3 groups was done using Dunn’s method.
Difference between groups is indicated as ** p<0.01; *** p<0.001 for comparison with controls, and † p<0.05; ‡ p< 0.01; § p<0.001 for pairwise comparison between early- 
moderate and severe glaucoma.
¶ Statistics done using a Mann Whitney U- test between controls and all glaucoma group.
* Statistics done using a χ2 test.
ANOVA, analysis of variance; BCVA, best- corrected visual acuity; HVF, Humphrey visual field; LogMar, logarithm of minimum angle of resolution; PCIOL, posterior chamber intra- 
ocular lens; PSD, pattern SD; RNFL, retinal nerve fibre layer; SE, spherical equivalent; VCDR, vertical cup disk ratio; VFI, Visual Field Index; VFMD, visual field mean deviation.
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training the glaucoma classification model (online supple-
mental figure 2). The variable with the highest contribution 
to the classification model was maximum constriction to 
blue light (62.2% relative contribution), followed by PIPR 
AUC 0–12 s and maximum constriction to red light with 
relative contributions of 7.3% and 6.3%, respectively. Age 
and gender contributed 1.4% and 1.1% to the model, respec-
tively, while the relative contributions of diabetes- status and 
ethnicity were negligible (0%–0.1%) (online supplemental 
figure 2). Using top- contributing pupillometric features and 
excluding age, gender, ethnicity as well as diabetes status, 
we developed a GLM for glaucoma classification. The GLM 
(AIC=226.8) had an AUC of 0.94 (0.91–0.96), a sensi-
tivity of 87.9% (81.6%–92.7%) and a specificity of 88.4% 
(82.7%–92.8%) (figure 3A). Significant variables in this 
model were maximum constriction to blue light (p=0.002) 
with an adj. OR of 0.21 (0.08–0.56) per 10% increase in 
constriction and constriction latency to blue light (p=0.05) 
with an adj. OR of 1.41 (1.00–1.98) per 100 ms increase in 
latency. To ensure that overfitting did not affect our results, 
we validated our model using a 10- fold cross validation 
approach. The cross- validated AUC of the GLM was 0.93 
(0.90–0.96). Detailed classification performance and cross- 
tabulation results are shown in online supplemental table 3. 
Interestingly, if maximum pupillary constriction to blue light 
was missing/removed from the model (eg, due to blinks or 
other artefacts), a GLM developed on the eight remaining 
pupillometric features, still maintains high classification 
performance (AUC=0.93, 95% CI 0.90 to 0.96) with signif-
icant variables becoming PIPR AUC 0–12 s (p<0.001, adj. 
OR of 0.80 (0.71 - 0.91) per increase of 10%.s in the vari-
able), maximum constriction to red light (p<0.001, adj. OR 
of 0.41 (0.25 - 0.69) per increase of 10% in in the variable), 
constriction latency to blue light (p=0.04, adj. OR of 1.40 
(1.01 - 1.93) per increase of 100 ms in the variable), and 
constriction latency to red light (p=0.02, adj. OR of 1.06 
(1.01 - 1.11) per increase of 100 ms in the variable).

The exact statistical powers for the calculation of sensitivity 
and specificity of HCP were 96.5% and 97.2% for α=0.05 

at the disease prevalence of 46% observed in the final sample 
(n=322).

Comparison of performance characteristics between HCP, OCT 
and HVF
Using a subgroup of patients and controls with no missing 
OCT and HVF variables (172 controls; 132 glaucoma) we 
adopted the same GBM approach and developed GLMs for 
glaucoma classification using top contributing features of 
OCT (by order of importance: mean RNFL thickness, rim 
area, VCDR, RNFL symmetry) and HVF (by order of impor-
tance: VF Index, VFMD and pattern SD). The AIC’s of the 
GLMs were 218.8, 117.3 and 180.8 for HCP, OCT and HVF, 
respectively. The AUC of HCP for the detection of glaucoma 
was 0.93 (0.90–0.96) and was similar to that of HVF (0.94 
(0.92–0.97); Z=−0.59; p=0.56) but reduced compared with 
OCT (0.98 (0.96–0.99); Z=−2.83; p=0.005) (figure 3B, 
table 2). The AUC of HVF was significantly lower than OCT 
(Z=2.42; p=0.02) (figure 3B, table 2).

Classification performance of HCP in a subgroup of glaucoma 
patients and controls matched for age, diabetes and cataract 
surgery statuses
To further consolidate our findings, we performed a subgroup 
analysis after matching controls and glaucoma groups for 
age (controls: 66.3 (6.0) years; glaucoma: 68.0 (5.3) years; 
U=1940.5, p=0.61), diabetes (χ²=1.36, p=0.25) and cata-
ract surgery (χ²=0.43, p=0.51) statuses. In this sample of 
64 controls and 64 glaucoma patients, using a new GLM, 
the AUC of HCP remained high (0.93 (0.88–0.97)), while 
sensitivity was 92.2% and specificity 81.3%. The classifi-
cation performance of HCP was not significantly different 
from that of HVF (AUC=0.92, 95% CI 0.86 to 0.97) and 
OCT (AUC=0.97, 95% CI 0.95 to 1).

Figure 3 Receiver operating characteristic (ROC) curves reflecting 
the classification performance of HCP, OCT and HVF. (A) Receiver 
operating characteristic curve of HCP in 173 controls and 149 patients 
with glaucoma. The AUC of HCP was 0.94 (95% CI 0.91 to 0.96). (B) 
ROC curves of HCP, HVF and OCT in a similar population of 172 controls 
and 132 glaucoma patients. The AUC of HCP for the classification 
of glaucoma was 0.93 (0.90–0.96) and was similar to that of HVF 
(0.94 (0.92–0.97); p=0.56) but reduced compared with OCT (0.98 
(0.96–0.99); p=0.005). The AUC of HVF was significantly lower than 
OCT (p=0.02). AUC, area under the curve; HCP, handheld chromatic 
pupillometry; HVF, Humphrey Visual Field; OCT, optical coherence 
tomography.

Table 2 Comparison of the classification performance of HCP, 
OCT and HVF in a population of controls (n=172) and patients with 
glaucoma

HCP OCT HVF

All glaucoma (n=132)

  AUC 0.93 (0.90 to 0.96) 0.98 (0.96 to 0.99)* 0.94 (0.92 to 0.97)†

  Sensitivity, % 85.6 (78.4 to 91.1) 97.0 (92.4 to 99.2) 86.4 (79.3 to 91.7)

  Specificity, % 89.5 (84.0 to 93.7) 91.3 (86.0 to 95.0) 92.4 (87.4 to 95.9)

  PPV, %‡ 23.1 (16.2 to 31.9) 29.0 (20.1 to 39.9) 29.5 (19.8 to 41.5)

  NPV, %‡ 99.4 (99.1 to 99.6) 99.9 (99.7 to 1) 99.5 (99.2 to 99.7)

  Accuracy, %‡ 89.4 (85.4 to 92.6) 91.5 (87.8 to 94.3) 92.2 (88.6 to 95.0)

Early- moderate glaucoma (n=87)

  AUC 0.91 (0.87 to 0.95) 0.97 (0.95 to 0.99)* 0.91 (0.87 to 0.96)†

  Sensitivity, % 81.6 (71.9 to 89.1) 95.4 (88.6 to 98.7) 79.3 (69.3 to 87.3)

  Specificity, % 90.1 (84.6 to 94.1) 92.4 (87.4 to 95.9) 92.4 (87.4 to 95.9)

Severe glaucoma (n=45)

  AUC 0.98 (0.97 to 1) 1 (1 to 1) 1 (1 to 1)

  Sensitivity, % 95.6 (84.9 to 99.5) 100 (92.1 to 100) 100 (92.1 to 100)

  Specificity, % 94.2 (89.6 to 97.2) 97.7 (94.2 to 99.4) 100 (97.9 to 100)

Data are represented as average (95% CI). The statistical pairwise comparison of 
AUCs was performed using DeLong’s method.
*p<0.05 between HCP and OCT, after Bonferroni correction.
†p<0.05 between HVF and OCT, after Bonferroni correction.
‡Values calculated at a disease prevalence of 3.54%.
AUC, area under the curve; HCP, handheld chromatic pupillometry; HVF, Humphrey 
Visual Field; NPV, negative predictive value; OCT, optical coherence tomography; 
PPV, positive predictive value.
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Classification performance of HCP across glaucoma severity 
groups
Alterations in the pupillary constriction profiles were depen-
dent on the severity of glaucoma (online supplemental figure 
3A). For example, maximum constriction to blue light gradually 
decreased with the severity of the disease (H=182.4, p<0.001; 
online supplemental figure 3B). Using specific GLMs developed 
using HCP features in controls and different sub- groups of 
glaucoma severity, the AUC of HCP for the detection of early- 
moderate stage glaucoma was 0.91 (0.87–0.95) and was similar 
to HVF (0.91 (0.87–0.96); Z = - 0.13; p=0.90) and reduced 
compared with OCT (0.97 (0.95–0.99); Z=−2.56; p=0.01) 
(table 2). Conversely, the performance of HCP for the detection 
of severe glaucoma (AUC=0.98, 95% CI 0.97 to 1) was similar 
to OCT and HVF (table 2).

DISCUSSION
In this study, we demonstrate that pupillometric dysfunctions 
occur in glaucoma and can be revealed with a custom- built 
handheld pupillometer, delivering tailored, fast, chromatic light 
paradigms. Furthermore, a model including predominant pupil-
lometric features of the disease can be used to detect functional 
glaucomatous loss with high accuracy.

The reactivity of the pupil to light is dependent on the integ-
rity of retinal photoreceptors and their neural circuitry.19 We 
previously demonstrated that ramping- up chromatic light stimu-
lations demonstrate reduced PLRs in different severities of glau-
coma.11 The method was subsequently shown not to be affected 
by mild and moderate cataracts or refractive errors,20 21 with the 
potential of detecting subtle functional deficits in eyes with early- 
stage glaucoma.13 Using a handheld pupillometer that delivers 
a similar, yet shortened and refined light paradigm, our study 
confirms altered PLRs in patients with glaucoma and underlines 
the effectiveness of direct, monocular, HCP for the detection of 
functional loss in the disease.

Our results show alterations in the ipRGC- driven pupillary 
response which are in agreement with electrophysiological 
reports in patients with glaucoma,22 and findings in rodent 
models of chronic ocular hypertension.23 Interestingly, among 
the various pupillometric features altered in glaucomatous eyes, 
maximum constriction to blue light (14.4 log photons/cm²/s), 
and not the PIPR or Net PIPR,12 showed the highest relative 
contribution to the classification performance of the GBM 
model. These findings suggest that the pupillometric hallmarks 
of ipRGC integrity are also dependent on the pattern of a light 
stimulation. In principle, our gradually increasing light stimu-
lations evaluated the integrated extrinsic and intrinsic ipRGCs 
response,11 13 but would likely yield maximum intrinsic (ie, mela-
nopsin) stimulation and contribution at peak blue light intensity.8 
In addition to RGC damage, electrophysiological and histolog-
ical studies have also suggested alterations in outer retinal photo-
reception in glaucoma.24 25 Here, alterations in the latency and 
phasic pupillary constriction amplitudes, in addition to changes 
in the early redilation phases of the PIPR (<1.7 s) suggested to 
involve rods,26 are in agreement with the aforementioned litera-
ture and suggest outer retinal dysfunction in glaucoma.

Findings from previous studies focusing on the RAPD were 
only moderately encouraging with AUCs ranging between 0.74 
and 0.85.27–30 This was probably due to the reduced classifica-
tion performance of RAPD features in symmetric glaucoma,27 
leading to the categorisation of pupillometers as devices with 
limited value for glaucoma detection. The performance charac-
teristics of direct or consensual pupillometry for the detection 

of functional loss in glaucoma were also evaluated by multiple 
groups.12 14 31–34 Using the direct pupillary response to shape- 
like stimulations,34 or consensual PIPR to quadrant stimula-
tions,12 pupillometry yielded high classification accuracy (AUCs 
>0.90) for glaucoma. Conversely, chromatic multifocal infrared 
pupillometry only showed fair to good diagnostic accuracy with 
AUCs ranging from 0.71 to 0.82 for the detection of mild and 
moderate to severe glaucoma, respectively.14 While these orig-
inal approaches used differential spatial and multifocal stimula-
tion of the retina, the studies had small sample sizes, and relied 
on devices that required good fixation and unfailing coopera-
tion from patients. Using the RAPDx system (Konan Medical, 
California, USA), a 7 min stimulation sequence and an elaborate 
analytical strategy, Chang et al showed that the performance was 
lowest (AUC=0.78) when comparing results between eyes and 
increased (AUC=0.87) in a model including asymmetry in pupil-
lometric outcomes and age.35 With a similar analytical approach 
applied only to pupillometric features, in this proof- of- concept 
study, we show that a low- cost handheld pupillometer delivering 
short- duration light stimulations, requiring minimal fixation 
aptitudes and no dark- adaptation, can highlight functional loss in 
eyes with glaucoma. Similar fast pupillometry- based approaches 
are also showing promise for the fast detection of functional loss 
in other ocular conditions.36

From an analytical standpoint, although only two pupillometric 
features were significant among nine to predict glaucoma using a 
GLM, keeping all the nine features would have practical interest. For 
instance, if a patient blinks at peak blue light intensity, the feature 
with the highest relative contribution, that is, maximum constric-
tion to blue light, may become unreliable. Using the eight remaining 
pupillometric features (online supplemental figure 2) in a new 
GLM—potentially embedded in an analysis software—HCP can 
still detect functional loss in glaucoma with high accuracy (AUC of 
0.93 (0.90–0.96) instead of 0.94 (0.91–0.96). This approach could 
improve the reliability of a testing procedure, reduce administration 
time, and prevent the repetition of a test if artefacts such as blinks 
were to mask on one or more pupillometric features.

Glaucoma is a treatable disease, nonetheless the efficacy of a treat-
ment is dependent on the severity of the condition at diagnosis.37 In 
the USA, more than US$2500/patient/year is spent on advanced glau-
coma, compared with US$623 on early glaucoma.38 Nevertheless, 
the prevalence of undiagnosed and untreated glaucoma remains high 
in developed countries and alarmingly so in the developing world, 
reaching magnitudes over 95% in the rural parts of some countries.39 
Major advances in telemedicine and artificial intelligence, may yet 
reduce the cost of accurate glaucoma detection. Considering its high 
accuracy (89.4%) and NPV (>99%), and its promise to detect other 
sight threatening conditions,7 HCP’s aptitudes for glaucoma detec-
tion should be investigated further in a dedicated screening setting 
(eg, community, general practitioner’s clinic). Furthermore, at a frac-
tion of the cost (ie, prototype excluding iOS system and software 
development costs at ~US$450), its performance is similar to that 
of OCT and HVF in detecting severe glaucoma. Thus, HCP has 
the potential to alleviate burden of blindness on first presentation 
to glaucoma clinics in developing countries.3 Future studies should 
evaluate the potential of pupillometry in general and HCP in partic-
ular for the tracking of glaucoma progression.

Our study has some limitations, inherent to the novelty of this 
proof- of- concept investigation. First, it was performed in a clinical 
setting where the prevalence of glaucoma is higher than the commu-
nity. Without a prospective community- based study, we are there-
fore unable to infer whether HCP would yield similar diagnostic 
performance in a non- clinical setting or a less selected, multiethnic 
population with inherently different demographic and clinical 
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characteristics. Second, given our intent to evaluate the performance 
of HCP in a busy and time- sensitive clinical setting, we did not dark- 
adapt or pharmacologically dilate the pupils of our participants. 
Therefore, while our method is likely to underestimate the absolute 
magnitude of PLRs in participants, our findings are all the more 
applicable in clinical, time- constrained settings. Third, abnormal 
PLRs may also be present in other ocular or even neurological condi-
tions.7 40 41 Although that may decrease the specificity of HCP for 
glaucoma, the ability to uncover multiple ocular diseases is valuable 
for screening strategies.3

In conclusion, our proof- of- concept study highlights the feasi-
bility and high accuracy of chromatic pupillometry delivered using a 
handheld device for the objective detection of functional loss in glau-
coma in a clinical setting. Further community- based or opportunistic 
screening studies, as well as cost- effectiveness analyses, are necessary 
to confirm whether HCP is a useful tool for glaucoma screening.
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Supplementary Methods 

Supplementary Methods 1. Details on ophthalmic examinations 
All control participants underwent a comprehensive ophthalmological evaluation that included slit-

lamp and gonioscopic examinations, best corrected visual acuity (BCVA) (LogMAR chart, Lighthouse Int., NY, 

USA), automated refraction (Canon RK 5 Auto Ref-Keratometer, Canon, Tochigiken, Japan), color vision 

testing (Ishihara plates, Kanehara & Co., Tokyo, Japan),  intra-ocular pressure (IOP) measurement using 

Goldmann applanation tonometry, and peripapillary imaging using high definition OCT (Cirrus version 6.0, 

Carl Zeiss Meditec, Dublin, CA, USA). OCT results were validated only if the recording’s signal strength was 6 
or better. Participants also underwent SAP (Humphrey Visual Field (HVF) analyzer II model 750, Carl Zeiss 

Meditec, Dublin, CA, USA) with near refractive correction using the 24-2 Swedish Interactive Thresholding 

Algorithm (SITA) with stimulus size III. SAP testing was repeated if false positive or false negative rates 

exceeded 33%, or if the fixation loss rate was greater than 20%. Controls were defined as having an IOP less 

than 21 mmHg with open angles (on gonioscopy) in all quadrants, healthy optic nerves and normal visual fields. 

Patients with clinically confirmed glaucoma underwent the same battery of ophthalmological assessments as 

part of their clinical examination and follow-up, and were diagnosed by a fellowship trained specialist by the 

presence of glaucomatous optic neuropathy (loss of neuroretinal rim with a vertical cup-disc ratio of >0.7 and/or 

notching with nerve fibre layer defect attributable to glaucoma) with compatible visual field defect. Patients 

with an unconfirmed glaucoma diagnosis were excluded from this study. 

Supplementary Methods 2. Design, operation and calibration of the handheld pupillometer 

The handheld pupillometer is a lightweight system (~ 300g) designed to be ergonomic for self-

administration and use in clinics (Supplementary Fig.1). Its rounded posterior handgrip allowed for comfortable 

handling, and its anterior silicone rubber eye cup allowed for light-isolation and comfortable positioning on the 

participant’s orbital rim, covering the eye (Supplementary Fig.1). The eye cup is removable for sterilization and 
rotatable to be adapted to a participant’s left or right eye. Light stimulations covering 50 degrees of the visual 
field (without considering any reflections off the interior of the device) were delivered using red-green-blue 

(RGB) light emitting diodes (LEDs) and were diffused by 2 diffusers before reaching the eye of the participant. 

The study eye of each participant was recorded under infra-red (IR) illumination, using an embedded camera 

that was pre-focused to capture the pupil and iris clearly in all participants, and fitted with an IR filter. The 

camera was oriented at a ~60 degree angle below the lower eyelid to reduce the potential impact of ptosis on 

measurement. The LEDs and camera were controlled using a Raspberry PI Zero-W single board computer 

(Raspberry Pi Foundation, UK) and powered by a rechargeable 3.7V lithium battery.  

The pupillometer was operated remotely through a tablet (iPad Mini, Apple, CA, USA). A custom-built 

application allowed for a real-time monitoring of fixation, blinks and pupil detection. The same application was 

used for post-hoc analysis of the horizontal pupillary radius as a function of time and light stimulus. Whenever 

the participant could not maintain fixation or blinked excessively, the testing procedure was repeated. 

The device’s light characteristics (intensity and spectra) were calibrated with the sensor placed at the 

patient’s eye level using a calibrated radiometer (ILT5000, International Light Technologies, Peabody, MA, 
USA) and spectroradiometer (ILT950, International Light Technologies, Peabody, MA, USA), respectively. 

Supplementary Methods 3. Sample size calculation 

The intended sample size for this study was calculated as follows: For α = 0.05, a balanced disease 
prevalence of 50% and a predicted sensitivity and specificity of 90%, the adequate sample size of participants 

(controls and glaucoma) to achieve adequate HCP sensitivity and specificity assessment with a maximum 

marginal error of 5%,  was 277 participants.[1] Taking into account a predicted 20% exclusion rate of healthy 

controls and a higher exclusion rate (60%) in consecutively recruited patients from the glaucoma clinics, we 

targeted a sample of 387 participants to be screened including 166 potential controls and 221 potential glaucoma 

patients. 
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Supplementary Figures 

 

 

Supplementary Figure 1. Mechanical design of the handheld chromatic pupillometer. A. 

Photograph showing the overall shape of the device and eye cup. B. Photograph showing one of diverse light 

stimulation paradigms (central, peripheral, quadrants and full field) allowed by the device. C. Illustration 

simulating a monocular self-administration of the pupillometric examination procedure by a patient. The fellow 

eye is typically covered by the patient’s hand which is not shown here for illustration clarity purposes. All rights 

for the photographs and illustration shown in this figure belong to the Singapore Eye Research Institute. 
  

A.

B.

C.
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Supplementary Figure 2.  Relative contribution of pupillometric, demographic and 

clinical features for the detection of glaucoma assessed using a gradient boosting machine 

(GBM) technique. The variables with the highest contribution to the classification model were maximum 

constriction to blue light (62.2%), PIPR AUC 0-12s (7.3%) and maximum constriction to red light (6.3%). Age 

and gender contributed 1.4% and 1.1% to the model, respectively, while the relative contributions of diabetes-

status and ethnicity were negligible (0 to 0.1%). Top pupillometric contributing features were utilized to develop 

a generalized linear model for glaucoma classification. 
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Supplementary Figure 3.  Changes in the pupillary light response as a function of the 

severity of glaucoma. A. Average baseline-adjusted pupillary light responses in patients with early-moderate 

and severe glaucoma compared to controls. Multiple features of the pupillometric traces were affected by the 

severity of the disease. B. Gradual decrease in the maximum constriction to blue light as a function of the severity 

of the disease (H = 182.4, P < 0.001). The red and black lines represent the linear regression (adjusted R² = 0.52, 

P < 0.001) and 95%CI, respectively. Statistical comparisons between groups were performed using a Kruskal-

Wallis One Way ANOVA on Rank. Post-hoc analysis was done pairwise using Dunn’s method. **: P < 0.01; 

***: P < 0.001. 
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Supplementary Tables 

 

Supplementary Table 1. Definitions of extracted pupillometric features. 

Pupillometric features (unit) Definition 

Baseline pupil size (pixels) Median horizontal pupil radius assessed in darkness during 

5 seconds prior to blue light onset 

Phasic constriction (%) Median of the baseline-adjusted pupil size 0.5 to 2.5 

seconds after light onset 

Constriction latency (s) Time required from light onset for the baseline-adjusted 

pupillary constriction to reach 10% in amplitude 

Constriction slope (%/s) Slope of gradual pupillary constriction during the last 6 

seconds of light exposure 

Maximum constriction (%) Maximum amplitude of constriction at light offset 

Slope pre or post 1.7s after light 

offset (%/s) 

Slope of pupil redilation before or after 1.7 seconds 

following blue light offset 

PIPR 6s (%) Median of the baseline-adjusted pupil size 5 to 7 seconds 

after light offset 

PIPR 12s (%) Median of the baseline-adjusted pupil size 11 to 13 

seconds after blue light offset 

PIPR AUC 0 – 12 s (%.s) 

 

Area under the pupillary response curve 0 to 12 seconds 

after blue light offset 

Net PIPR 6s (%) PIPR 6s (blue) – PIPR 6s (red) 

 
Abbreviations: AUC: area under the receiver operating characteristic curve; PIPR: post illumination 

pupillary response. 
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Supplementary Table 2. Differences in main pupillometric features between controls and 

patients with glaucoma.  

 

 Pupillometric features Control Glaucoma 

Blue light 

Constriction latency, s 0.46 (0.17) 0.71 (0.52)*** 

Phasic constriction, % 33.7 (10.7) 20.9 (13.5)*** 

Maximum constriction, % 59.6 (6.1) 42.5 (14.2)*** 

PIPR slope pre 1.7s, %/s -11.0 (6.0) -8.3 (7.6)*** 

PIPR slope post 1.7s, %/s -1.3 (0.5) -0.8 (0.5)*** 

PIPR 6s, % 20.5 (7.7) 11.1 (8.7)*** 

PIPR AUC 0-12s, %.s 282.3 (71.1) 168.7 (104.7)*** 
    

Red light 

Constriction latency, s 0.57 (0.25) 0.80 (0.74)*** 

Phasic constriction, % 34.2 (10.4) 22.8 (14.8)*** 

Maximum constriction, % 56.0 (7.9) 41.0 (16.7)*** 

PIPR 6s, % 16.7 (7.7) 10.0 (9.9)*** 

    

Overall 
Baseline pupil size, pixels 55.5 (13.3) 47.0 (15.0)*** 

Net PIPR 6s, % 3.85 (8.2) 1.56 (5.5)*** 

 
Data are represented as median (IQR). Statistical comparisons between were performed using a Mann Whitney 

U test. ***: P < 0.001. Abbreviations: AUC: area under the receiver operating characteristic curve; PIPR: post 

illumination pupillary response.  
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Supplementary Table 3. Classification performance of HCP 

 
A. Cross tabulation results 

 
  Reference Standard 

  Glaucoma Controls 

HCP 
Glaucoma 131 20 

Controls 18 153 

 

B. Classification performance metrics 

 
 HCP 

AUC 0.94 (0.91 - 0.96) 

Sensitivity, % 87.9 (81.6 - 92.7) 

Specificity, % 88.4 (82.7 - 92.8) 

PPV, %a 21.8 (15.5 - 29.7) 

NPV, %a 99.5 (99.2 - 99.7) 

Accuracy, %a 88.4 (84.4 - 91.7) 

 

Data are represented as average (95%CI). a values calculated at a disease prevalence of 3.54%. Abbreviations: 

AUC: area under the receiver operating characteristic curve; NPV: negative predictive value; PPV: positive 

predictive value. 
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